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Abstract 

The high voltage system supplies the bias voltage to the 88 silicon sensors which 
comprise the LHCb Vertex Locator (VELO). This note describes the results of the tests 
which have been performed on the hardware of the high voltage system of the VELO. 
Each individual test detailed in this note corresponds to a specific requirement of the 
system. These requirements arise primarily from ensuring the safety of the silicon sensors 
and the quality of the data taken from the VELO modules. The tests performed are in 
four categories: normal operation of the high voltage system; verification of its stability 
under operation; discussion of its behaviour in failure modes; and details of operation at 
low voltage. Noteworthy issues, identified through the tests, include the behaviour of the 
high voltage modules at voltages below 9V, the current limit that can be applied during 
ramping of the voltage, and the speed with which the voltage is cut during failures of the 
system. The results of these tests provide high confidence that the high voltage system 
can be safely used and demonstrate that low noise is produced by the power supplies. 
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1 Introduction 



The high voltage system supplies the bias voltage to the 88 silicon sensors which comprise the 
LHCb Vertex Locator (VELO). The main hardware components of the high voltage system 
are: the power supply crate; the high voltage modules; the counting house patch panels; the 
detector patch panels; and all connecting cables. A detailed description of the hardware system 
is available in pQ. The software of the high voltage system will be described in a future note. 

This note describes the tests which were performed to the high voltage system hardware. 
The structure of this document is as follows. After this introduction, Section [2] gives the re- 
quirements of the high voltage system. Section [3] describes the tests of the high voltage modules 
under normal operation such as voltage ramping, and tests of the software and hardware limits. 
The tests dedicated to demonstrating the stability of the high voltage modules with time and 
assessing the noise of the system are detailed in Section HI Section [5] shows the behaviour of 
the high voltage modules and crate under failure modes and includes a description of the two 
possible modes of operation of the high voltage module: current control mode, and current trip 
mode. The tests performed to the cables and patch panels are detailed in Section El Section 
17.11 describes the tests which were performed at low voltages. Finally, in Section [8] all the tests 
performed on the nine high voltage modules are summarized in a table. This table details 
which individual channels have had each test applied. Conclusions are provided in Section 

2 System requirements 

The high voltage system has been designed to comply with the requirements of the VELO mod- 
ule and the constraints imposed by operating the VELO in an extreme radiation environment. 
The high voltage system requirements are as follows: 

• Supply sufficient voltage to fully deplete the VELO when it is irradiated to the expected 
dose and in the expected annealing scenario. The VELO system is specified for 500V 
operation at a few mA. The high voltage power supply module chosen supplies up to 
700V at 4mA. All components of the system have been tested to 500V. 

• Ensure the safety of the VELO modules and its operators. The system implements a 
current trip limit in both hardware and software. The operation of the system can also 
be inhibited through an interlock system [2]. 

• Provide a low noise level in order to maintain the high signal to noise ratio obtained from 
the VELO silicon modules. 

• Protect the VELO against high voltage discharges in the vacuum. The electronics hybrid 
of the VELO sensors implements guard traces around the high voltage bias line to prevent 
discharges. The high voltage system also provides the voltage for these guard traces. 

• The system must be remotely controllable and integrated in to the LHCb control sys- 
tem. No components requiring regular maintenance can be in the radiation zone of the 
experiment. 

3 Normal operation 

This section describes the tests performed to verify the operation of the high voltage module 
under standard operating conditions. The tests verify that the voltage can be set correctly and 



can be ramped up or down on every channel. 



3.1 Voltage ramping up and ramping down 

The first test verifies that the full range of voltage can be applied to each channel of each high 
voltage module. Initially the voltage was ramped from OV to -500V and then from -500V back 
to 0V. The control was performed through software and a ramping speed of 7V/s was used. 
The voltage produced by the high voltage module was measured as a function of time with 
an oscilloscope. Two plots were produced for each channel: one for ramping up and one for 
ramping down, see Figure [U These two plots were produced for each channel of all 9 high 
voltage modules. No problems were observed. 




Figure 1: Voltage measured on an oscilloscope during ramping of channel 15 of the high voltage 
module with serial number 474185 07/2006. The performance when ramping from 0V to -500V 
(left) and from -500V to 0V (right) is shown. 



3.2 Comparison of channel ramping up and down gradients 

Using the data from the previous test, the consistency of the ramping speeds in each channel 
of each module can be tested. Each power supply module has 16 channels. The gradient of 
ramping, up and down, is calculated for all 16 channels of each module. The nominal ramping 
speed set though the software is 7V/s. The results of this check are shown in Figure [2] The 
ramping speeds calculated during ramping up from 0V to 500V are slightly higher than the 
ramping speed set through software, while those for ramping down back to 0V are mostly 
slightly less than the ramping speed set through software. The variance of the ramping speeds 
from channels of different modules is larger than that inside a single modules. All channels of 
all modules performed acceptably and were within 1% of the set value. 

3.3 Firmware error for ramping down 

The stress test that were performed on the Iseg Modules have revealed a bug in the firmware 
that is currently installed in the modules. At the time of writing, the firmware version used 
is 2.04 for the modules. This error can cause a channel to instantaneously change its voltage, 
rather than ramping at the required speed. This could potentially damage the VELO module. 

The error occurs if one (or more) channel(s) is being ramped and another channel is turned 
on. In this case the first channel(s) instantaneously jumps to its/their target voltage when 
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Figure 2: Variation of the ramping speeds measured on each individual module by applying 
voltage (left) from 0V to -500V and (right) from -500V to 0V. One colour represents the group 
of 16 channels of one high voltage module, all 9 modules are shown but are not clearly visible 
as the plots are superimposed. 

the second channel is turned on, rather than continuing to ramp. The problem occurs for 
any channels in the same board of a power supply module: there are two boards in each power 
supply module, one for the first eight channels and one for the second eight. The problem occurs 
as a result of issuing the command to turn on a channel: i.e. it occurs even if that channel is 
already turned on. The problem only occurs if the channels are being ramped towards 0V (e.g. 
from -500V to -400V), not if the channels are being ramped away from 0V (e.g. from -400V to 
-500V). 

The problem is caused by a firmware error and hence occurs whatever the method used to 
control the modules (standalone Iseg software or PVSS). The problem has been reported and 
was reproduced by Iseg. Iseg has released a new patch for the high voltage module firmware, 
version e08f0_222.hex, which can be flashed into the FPGAs using the version 1.58 of the 
IsegHVControl. However, as we have previously had a bad experience in upgrading the firmware 
of a spare module (making the module unusable without return to the company), and the time 
it would take to repeat all necessary testing, we will not upgrade for 2008 operation. 

Instead of performing the firmware update, we have introduced a protection in the PVSS 
FSM. This protection prevents the issuing of a second recipe that could cause this problem, 
while a first recipe is still producing a ramping . The channel requested to turn on will not be 
turned on until after all channels on that power supply module board have finished ramping. In 
practice, this means the system does not immediately respond to the second recipe command, 
but performs this action only later after all channels from the first recipe command have finished 
ramping. The protection is there for ramping in either voltage direction, due to the practicalities 
of its implementation. This FSM protection only protects for recipes, it is still possible to cause 
this problem by controlling individual channels. Control of individual channels should only be 
performed by VELO HV experts. 

4 Stability of operation 

This section reports on tests to ensure that the output of the module is stable over time and 
does not have voltage spikes, and to measure the noise level at the output of the power supply 
and in the final setup. Significant voltage spikes could potentially damage the sensors, or at 
lower values would contribute to the noise thus degrading the performance of the VELO. 



4.1 Voltage spikes 



Two methods were used to check for any voltage spikes in the output of the power supply. 
The methods were applied both for constant output voltages over significant times and when 
ramping the voltage on the power supply. 

4.1.1 First method for static operation - Oscilloscope in trigger mode 

The output of a channel was connected to an oscilloscope through a voltage divider which 
attenuates the input voltage by a factor of 20. The oscilloscope was set to trigger if a voltage 
spike occurred. 

Each test was performed under the following conditions: 

• The voltage applied was -100V which corresponds to -5V displayed on the oscilloscope. 

• The oscilloscope was put in the single trigger mode. 

• The trigger level was set at -5.12V so that if there was a voltage above -102.4V the trace 
would be saved during the acquisition time. 

• The oscilloscope was left armed for at least 12 hours. 
No spikes were observed during any of the tests. 

4.1.2 Second method for static operation - Oscilloscope in persistency mode 

The oscilloscope was also use to test for voltage spikes using AC coupling and in persistency 
mode. 

The power supply channel output was connected directly to the oscilloscope and the tests were 
performed under the following conditions: 

• Voltage applied was -140 V. 

• The oscilloscope was in persistency mode, AC coupling was used, and the trigger level 
was set at 52mV. 

• The operation was performed for 12 hours. 

Figure [3] shows that the biggest spike observed is around 500mV. 

4.1.3 First method during ramping - Oscilloscope in trigger mode 

In addition to checking for spikes during constant voltage operation, it is important to check 
that no significant spikes are obtained when turning the bias voltage on or off. Hence the 
previous tests were repeated while ramping the voltage. The power supply channel output 
was connected directly to the oscilloscope and the tests were performed under the following 
conditions: 

• The system was ramped from 0V to 60V, and repeated from 60V to 120V. 

• The oscilloscope was put in DC mode. 

• The trigger level was adjusted to find the minimum value such that a trace was not 
acquired. 

The minimum value which did not provoke a trace acquisition was V set + 0.9V^. Hence, 
we conclude that the power supply overshoots the set voltage and does not produce spikes at 
more than a IV level. 



Figure 3: Oscilloscope trace showing a test for voltage spikes. The trace was taken in persistency 
mode for 12 hours with -140V applied. The voltage scale is 500mV/div. The time scale is 
500ns/div. 



4.1.4 Second method during ramping - Oscilloscope in persistency mode 

A check for voltage spikes was also performed using the oscilloscope in persistency mode. 
The power supply channel output was connected directly to the oscilloscope and the tests were 
performed under the following conditions: 

• The system was ramped in voltage from to -200V. 

• The oscilloscope was in persistency mode, AC coupling was used, and the trigger level 
was set at lOOmV. 

Figure HA shows the oscilloscope trace when the voltage ramps up from 0V to -200V and 
Figure H]B when it ramps down from -200V to 0V in persistency mode. The two figures show 
that there are no obvious significant spikes during ramping. 
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Figure 4: Oscilloscope traces showing a test for voltage spikes during ramping of the voltage. 
The trace was taken in persistency mode. A- (left) The voltage was ramped from 0V to -200V. 
B- (right) The voltage was ramped from -200V to 0V. The voltage scale is 200mV/div. The 
time scale is 10/is/div. 



4.2 Noise measurement 



The tests in this section are intended to characterise the noise of the power supply module 
and of the full system. The first two tests characterise the noise and potential common mode 
noise in the power supply. The last two tests use the full assembled system and include a 
measurement of the bias voltage noise with a dummy load equivalent to connecting a module. 



4.2.1 Noise at the module output 

The oscilloscope was used to measure the power supply module noise. 

The power supply channel output was connected directly to the oscilloscope and the tests were 
performed under the following conditions: 

• The Voltage applied was -100V. 

• The oscilloscope was used to measure the peak to peak voltage, RMS voltage and deter- 
mine the frequency spectrum of the noise at the same time. The frequency spectrum was 
obtained by performing a Fast Fourier Transform of the output. 
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Figure 5: Oscilloscope trace of the noise spectrum at the module output, (a) Indicates the 
noise level scan, the voltage scale is lOOmV/div. (b) Shows the Fast Fourier Transform scan 
from 0Hz to 100MHz with (c) indicating a frequency range in which a slight noise excess is 
observed. 

Figure [5] shows the oscilloscope traces obtained. The following results were obtained: 

• The Peak to peak voltage is approximately lOOmV. 

• The RMS voltage is approximately 5mV. 

• The excess noise indicated by (c) in Figure [5] from the Fast Fourier Transform is in the 
frequency range of 50 MHz to 80 MHz. 

While the noise levels are relatively low the frequency range does correspond to that of the 
VELO system, since the LHC beam crossing and front-end chip clocking frequency is 40MHz. 



4.2.2 Common mode noise measurement 

A test was performed to measure the noise level produced by the potential difference between 
the ground of the power supply crate and the HV return of the channel. Figure E] shows the 
schematic of the setup used to measure this common mode noise. 
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Figure 6: Schematic of the common mode noise measurement setup. 



The channel HV return was connected directly to channel 1 of the oscilloscope and the 
ground of the crate to channel 2 of the same oscilloscope. The noise was displayed and mea- 
sured on the oscilloscope by subtracting channel 2 from channel 1. The measurement on the 
oscilloscope was made in the following settings: 

• Measurements have been performed at OV and -140V on all channels. 

• The oscilloscope was used to measure the peak to peak voltage, RMS voltage and the 
frequency response by performing a Fast Fourier Transform at the same time. 
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Figure 7: Oscilloscope traces of the common mode noise measurement. A- (left) Fast Fourier 
Transform of the common mode noise. The frequency domain was from 0Hz to 100MHz. B- 
(right) The oscilloscope trace which shows the non Gaussian component of the noise. The time 
scale was 200 ns/div and voltage scale 4mV/div. 



Figure 0A. is an oscilloscope screen image showing an example noise distribution. The 
following results were obtained: 

• Peak to peak voltage approximately equal to 63mV. 



• RMS voltage approximately equal to 4.8mV. 

• The main excess noise peak indicated in Figure [7A is at the frequency 54 MHz. 

• The common mode noise measured between the crate ground and the HV return contains 
a non Gaussian component which is shown in Figure 03- The 'ringing' after the noise 
spike could be due to either the power supply module or the response of the oscilloscope. 

4.2.3 Noise measurement in the LHCb pit without a filter 

A test was performed on the full high voltage system in the LHCb pit to measure the 
noise level at the end of the detector cable between the HV guard and the ground. This 
measurement was performed without any filter and hence corresponds to the noise that 
will be seen on the HV guard line under normal operation. 

The guard line was connected directly to the oscilloscope and the tests were performed 
under the following conditions: 

— The voltage applied was -100V. 

— The oscilloscope was used to measure the peak to peak voltage, RMS voltage and a 
Fast Fourier transform at the same time. 




Figure 8: Oscilloscope trace showing the noise measured at the detector cable output between 
HV guard and ground. The time scale was 5/is/division. The frequency domain was from 0Hz 
to 100MHz. 

Figure [8] is a screen image from the oscilloscope. The following results were obtained: 

— The Peak to peak voltage was approximately 11.3mV. 

— The RMS voltage was approximately 2.3mV. 

— The excess noise peaks indicated in Figure [8] are at the frequencies of 44MHz and 
53MHz. 

4.2.4 Noise measurement in the LHCb pit with a filter 

A measurement was performed of the noise level between the HV bias and ground in 
the LHCb pit under near realistic conditions. The hybrid of the VELO silicon module 
contains a low pass filter. A load emulating the hybrid was connected at the detector 
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Figure 9: Schematic of the load emulating the hybrid with HV filter. 

cable output. Figure [9] shows the schematic of the emulated hybrid. NOTE: this filter is 
not the same as that implemented on the hybrid and this test will be performed again. 

The bias line was connected directly to the oscilloscope and the tests were performed 
under the following conditions: 

- The Voltage applied was -100V. 

— The oscilloscope was used to measure the peak to peak voltage, RMS voltage and 
perform a Fast Fourier Transform in the same time. 




Figure 10: Oscilloscope trace showing the frequency spectrum of the noise measured between 
HV bias and ground. The noise was measured at the output of an emulated hybrid which was 
connected to the detector cable. The frequency domain was from 0Hz to 100MHz. 

Figure [10] is a screen image from the oscilloscope. The following results were obtained: 

— The peak to peak voltage was approximately 6.9mV. 

— The RMS voltage was approximately 1.2mV. 

— No significant excess noise was seen in the frequency spectrum (see Figure [TO]) 



5 Failure modes 

The previous sections of this document have reported on the behaviour of the system 
under normal operation. This section concentrates on the behaviour under failure modes. 
The system response to a power failure or if the interlock signals are fired during operation 
is discussed. Tests of the current and voltage limits that can be set on the module (both 
in hardware and software) are reported. 



5.1 Power off 



A test was performed to understand the behaviour of the system under a power cut. 
The high voltage module crate was purchased equipped with an uninterruptible power 
supply (UPS) which should initially maintain power to the system and then ramp down 
the channels. 

A crate containing two high voltage modules was used for this test and a voltage of - 
500V was applied to all channels. One of the channels was connected to the oscilloscope, 
through a voltage divider. The main power to the power supply crate was then turned 
off to simulate a power cut. 




Figure 11: Oscilloscope trace shows the output voltage of the module when a power cut occurs. 
The time scale is 5s/division. 

The voltage of -500V is maintained on the channels for approximately 10s, as seen in 
Figure [TT1A. It then takes approximately 40s to ramp down from -500V to 0V. After a 
further 10s the modules switch off completely. This behaviour of the UPS system provides 
a safer operation of the system than the sudden cut of voltage that would otherwise occur. 



5.2 Brown-out 

Another potential failure mode of the system is a temporary interruption of the power 
supply or 'Brown-out'. Measurements were made to determine the HV power supply 
module response with short interruptions. 

A crate containing seven high voltage modules and with a voltage of -140V applied to all 
channels was used. One of the channels was connected directly to the oscilloscope with 
the following settings: 

— The oscilloscope was in the single trigger mode and AC coupling. 

— Trigger level was set at 40mV. 

The main power to the crate was switched off and on again to simulate a brown-out of 
short duration, for example 2s. Figure [12] shows that a brown-out causes a spike in the 
voltage observed, but that the highest spike observed was approximately IV. 



Figure 12: Oscilloscope trace of the output voltage during a brown-out when it is in persistency 
mode. The voltage scale is 500mV/division. The time scale is 500ns/division. 

If the brown-out duration exceeds 10s the power supply module will already have started 
to ramp down the voltages on the channels. In this case, the channels continue to ramp 
to 0V and are turned off, as in the case of a longer term power cut. 

5.3 Interlock Signals 

The VELO interlock system is a safety system that takes a number of inputs and will 
inhibit the operation of the VELO if a problem occurs, e.g. if a temperature alarm occurs 
from the temperature sensors on the modules. The interlock system provides an input 
signal to the power supply modules, if these signals are fired the power supply operation 
should be inhibited. A separate interlock signal is required for every channel of the power 
supply module. The measurements made in this section test the behaviour of the system 
when the interlock signals are fired. 

In order to test the interlock system for the high voltage modules a box was constructed 
which supplies the required DC voltage of 5V. The box has 8 switches allowing control of 
the individual interlock signal to a set of 8 channels of one module. 

5.3.1 Interlock signals fired 

The response of the system was investigated when all the interlock signals are fired. 

A crate containing 9 high voltage modules with the voltage set to -500V on all channels 
was used for this test. When all the interlock signals are fired the voltages are shut down, 
without ramping, and an inhibit error alarm occurs via software. Applying the interlock 
signal again to all channels and clearing the error alarm via the PVSS software, the inhibit 
behaviour was reset and all channels were operational again and could be ramped up on 
demand as required. 

In addition it is important to verify that the interlock works for each individual channel 
of the system. Using the interlock test box the check was performed as follows: 

— A voltage of -500V was applied to all channels. 



— HV interlock signals were removed one by one to individual channels. 

— The corresponding channel was checked to see that the voltage was interrupted. 

— Checks were performed to verify all the other channels in the module were still on 
and had -500V measured. 

This test has shown that each channel can be inhibited individually without affecting the 
remaining channels. 

5.3.2 Voltage spikes when interlock signals fired 

The behaviour of the system was investigated when the interlock signals were fired for 
only some of the channels on a power supply module. The aim was to investigate if 
voltage spikes could occur on other channels on the module. The interlock signals are 
provided to the 16 channels on a power supply module via two 9 D-sub connectors in the 
rear panel of the module. Each connector controls 8 channels. 

A crate containing 9 high voltage modules was used and -140V was applied to all channels. 
The voltage and current hardware limits were set respectively to 700V and 4mA. A channel 
was chosen for monitoring and the interlock of other channels was fired. The channel for 
which the interlock was fired was connected directly to one channel of an oscilloscope 
and used as the trigger, with the trigger level set at -138V. The monitored channel was 
connected to another channel of the same oscilloscope. 

The interlock signals for one half of the power supply module were then fired (eight 
channels) , while a channels on the other eight was monitored. Figure [13] shows that the 
behaviour of the monitored channel is not affected by firing half of the interlock signals. 




Figure 13: Oscilloscope trace of a test for voltage spikes when the interlock signals are disabled. 
Half of the interlock signals of one HV module were fired and another channel monitored. The 
Voltage scale is 500mV/division. The time scale is 500ns/division. 

This test was repeated interrupting the interlock signal for one channel and monitoring the 
behaviour of its neighbour. Again, this test has shown that firing the interlock signal to one 
channel does not affect the voltage supplied to its neighbouring channel. 



5.3.3 Speed of voltage cut 



Measurements were made to determine the time taken for the voltage to be cut after the inter- 
lock signal was fired. During this measurement the channel was connected to the oscilloscope, 
through a voltage divider, with the following settings: 

• Voltage of -500V was applied. 

• The oscilloscope was in single trigger mode. 

• The trigger level set at -24 V which corresponds to -485 V after compensation for the 
voltage divider. 




Figure 14: Oscilloscope trace of the output voltage when the interlock signals were removed. 
The time scale is lOms/division. 

The interlock signals were then fired. Figure dH shows that it takes approximately 90ms for 
the module to ramp from -500V to 0V when the HV inhibit is fired. 

This sudden interruption of bias voltage to the sensors could cause a voltage spike at the 
input of the AC-coupled front-end chips. Accidental power interruptions have occurred during 
test beam operation from voltages of over 100V and no damage has been observed. However, 
a test has not been performed from 500V. 

5.4 Voltage and current limits 

Limits on the maximum voltage and current that can be applied can be set for the power supply 
module. This section discuses the testing of these limits. 

The power supply module can supply up to 500V but its maximum voltage can be restricted 
through altering a potentiometer. The initial operation of the VELO sensors will be at around 
100V, but after radiation damage this voltage is expected to be increased up to a maximum of 
500V. Hence, for safety, this potentiometer will be adjusted to limit the applied voltage. 

Similarly, the power supply module can supply up to 4mA. However, these current levels 
will only be required when the sensors are heavily irradiated. Hence, in early operation the 
current limit should, for safety, be set considerably lower. The power supply can be set in 
modes to either 'trip' when the maximum current is reached or to limit the supplied current in 
'control' mode. 



The maxmum voltage and current are adjusted by the potentiometers, labeled Vmax and 
Imax, next to the two LEMO connectors on the front panel of the module [3]. The poten- 
tiometers affect the setting values in the module's microprocessor. The values set by the 
potentiometers are converted via an ADC-converter and are processed by this microprocessor. 
The microprocessor limits the maximum value of current or voltage that will be applied. The 
potentiometer position limits the voltage or current for all channels on the module. 

It is possible to measure the hardware current or voltage limit that has been set on the 
potentiometer through the LEMO connector: The maximal value of Imax (4mA) and Vmax 
(700V) corresponds to 2.5V measured from the LEMO connector. The linearity of the measured 
0-2. 5V signal to the current and voltage limits set are discussed below. 

In addition to the 'hardware' limit on the current a software limit can be applied to each 
individually channel. This is an additional safety feature. As the current- volt age characteristics 
of the sensors differ significantly [I] the variability for each channel is also a useful feature. 

The power supply module can be operated in two modes: current control or current trip. In 
the current control mode the maximum current delivered by the system is limited to the value 
that has been set. In the current trip mode, a maximum safe current is set and the voltage 
is cut if this value is reached. For the VELO system we recommend using the current trip 
mode, using this limit as a safety system. The trip value should be set to a value above that 
which would be reached in normal operation. The mode of operation is controlled through the 
software by the 'kill enable' bit that can be configured to the values and 1. If the kill enable 
is set to the mode of operation is current control and if it is 1 the mode is current trip. The 
choice of mode applies to both 'hardware' and 'software' current limits. The following tests 
aim to check that the limits function and the accuracy with which the hardware can be set. 

5.4.1 Voltage 'hardware' limit 

The performance of the voltage limit was tested over the full voltage range of the power supply 
and was found to function correctly. 

The linearity between the voltage measured on the LEMO connector (0 to 2.5V) and the 
voltage limit applied (0 to 700V) was tested. The potentiometer was changed over the full 
range and thus the voltage measured from the LEMO connector changed accordingly. For each 
setting the hardware voltage limit was measured. The measured hardware limits as a function 
of the voltage measured on the LEMO connector are shown in Figure [ToT A as the blue line. 
The pink line in Figure [T5A is given by assuming a linear relationship, where 2.5V corresponds 
to 700V. The deviation of the measured behaviour from linear is shown in Figure (TJ3 The 
hardware limit has been tested from 84V up to 700V. The discrepancy from linear behaviour 
should be considered when determining the maximum voltage to set. 

5.4.2 Current 'hardware' limit 

The corresponding tests considered in the previous section for the voltage limit were also applied 
to the current limit. The current limit was provoked by connecting a resistance of 100kf2 to the 
output of the power supply module and ramping the applied voltage. The hardware current 
limit has been tested from 120/uA up to 4mA. 

Figure [TOR shows the measured current limits as a function of them measured voltage on the 
Imax LEMO connector as the blue line. The pink line in Figure [ToT A. is obtained by assuming 
a linear relationship where 2.5V corresponds to 4mA output on the power supply. Figure [TB1B 
shows the discrepancy between from the linear behaviour is small. 
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Figure 15: A- (left) Hardware voltage limits as a function of voltages measured from the LEMO 
connector. B- (right) Discrepancy between the measured hardware voltage limits and linear 
behaviour for the voltages measured from the LEMO connector. 




Figure 16: A- (left) Hardware current limits as a function of voltages measured from the LEMO 
connector. B- (right) Discrepancy between the measured hardware current limits and linear 
behaviour for the voltages measured from the LEMO connector. 



5.4.3 Current software limit up to 4mA 

In addition to the 'hardware' limit that can be set through the potentiometer, software limits on 
the current can also be set. This test aims to verify that the current software limit of individual 
channel works. 

The current limit was provoked by applying various voltages to a resistance of lOOkfi. The 
software limit was tested from 120yuA up to 4mA. The test were performed both in current 
control mode and in current trip mode. When the software current limit is reached a trip error 
alarm is displayed in the software, and the current is either limited to the limit value (control 
mode) or the voltage to this channel turned off (trip mode). After repairing the error, the 
alarm can be cleared and the channel returned to normal operation. All channels have been 
tested and for each one the current software limits work correctly. 



5.4.4 Current limit below 120/xA 

In the sections above the current limit was only considered above 120/xA. Test were also per- 
formed at lower values. Again the current limit was provoked by applying various voltages to 



a resistance of 100kf2. The results show that a ramping speed of 7V/s (i.e. 1% of full output 
per second) always provokes a trip for a current software limit below 40/tA even if nothing is 
connected to the module. If the ramping speed is reduced, e.g. to lV/s, or the current software 
limit is set higher this problem is prevented. While it is not expected that the hardware limit 
would be set below 40// A, the users need to be aware of this behaviour for setting the software 
limits. 

5.4.5 Voltage cut in current trip mode 

The current trip was designed to shut off the module immediately if activated. The firmware 
of the modules does not offer the possibility to ramp down the channels in the case of trips. 
This ramp down period would have to be short for safety purposes but could be longer than 
the current behaviour which is equivalent to that reported in section 15.3.31 where the potential 
danger of a sudden voltage cut to the modules is considered. The possibility of a future firmware 
change is not excluded. 

6 Cables and patch panels testing 

The cables and patch panels of the high voltage system have been tested, including all spare 
components. 

Connectivity tests were performed by the Glasgow team prior to installation on the following 
components: the counting house cable which links the power supply modules to the patch panel 
in the counting house; the counting house patch panels; the patch panel close to the detector. 
A full chain test of these components was then performed up to 500V, using a prototype long 
distance cable. The leakage current measured was consistent to zero within the resolution of 
the measurement. 

The connectivity of the long distance cables that link the counting house and detector patch 
panels were tested after the in-situ installation of the connectors. One of the connectors was 
subsequently damaged during the installation of the low voltage system and this connector was 
replaced and retested. 

The detector cables that link the detector patch panels and the HV connectors on the VELO 
repeater boards were assembled in the two required lengths and tested by LEMO S.A0 

The connectivity and leakage current at 500V was tested on all channels of the full assembled 
HV system in the pit, including the spare detector and long distance cables. The description 
of these tests is given in [5]. 

7 Low voltage behaviour and current fluctuations 

7.1 Low voltage behaviour 

The high voltage system of the VELO will typically be operated at voltages in excess of 100V. 
However, during tests it can be useful to apply low voltages to the system, for example, when 
testing connectivity. During these tests of the system it was observed that the behaviour of 
the power supply modules at low voltages (below 10V) was not as expected. This behaviour is 
reported on in this section. 

The requested value of the high voltage was compared with the voltage obtained as read 
back from the system and displayed in the software and cross-checked with a DVM. Figure [T71A 
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shows the result obtained when setting voltages from OV to 28V via the PVSS software in steps 
of 0.5V. The PVSS measurements (blue points) and the DVM measurements (pink points) are 
all averages over several measurements. Both measurements are consistent (indeed the blue 
points are largely obscured by the pink points on this scale) and their differences are presented 
in Figure [T7B. 




25 30 
Set Voltage (V) 




25 30 
Set Voltage (V) 



Figure 17: Comparison of the requested and measured voltages at low voltages. A- (left) 
Voltage measured as a function of the set voltage. The blue points, largely obscured, are for 
PVSS software measurements and the pink points are for DVM measurements. B- (right) 
Difference between the PVSS and DVM measurements as a function of the requested voltage. 
These results are for channel 5 of the module with serial number: 474189 07/2006. 



It is clear from Figure fT7l that the behaviour above 9V is as expected, the measured voltage 
in software and through the DVM both agree we the voltage that has been requested. This 
confirms the normal operating behaviour that was reported in section [3j 

However, below 9V the voltage applied does not correspond to the voltage that has been 
set. Further measurements have been taken from channels of several high voltage modules to 
understand its behaviour in this non linear part of the graph. Figure [TBI reports the behaviour 
of four channels. These results are representative of the larger sample of measurements that 
were made. The following conclusions are drawn: 

• The high voltage module operates correctly for voltage settings above 9V. 

• Setting a voltage below 5V, results in no voltage being applied. 

• For requested voltages between 5V and 6.5V the voltage applied is less than the voltage 
set. 

• For requested voltages between 6.5V and 9V the voltage applied is typically higher than 
that which has been set. The highest voltage set is approximately 10 V. 

Note also that the behaviour of all channels on a single module is not the same, see [T8"C 
and D. It was not clear that the variation in behaviour between channels on different modules 
(e.g. [TBIA. B, C) is any larger than between channels on the same module. 

The difference between the values set and the voltage measured in this low voltage region 
are thought to be due to the noise of the ADC and of the voltage dividers in the power supply 
module in this region. In discussion with the power supply company, the modules were claimed 
to typically be calibrated above 1% of the maximum voltage, i.e. above 7V. However, the 
company has seen problems with the calibration and suggest that the true calibration may be 



only achieved above 1.5% (11V) to 2% (14V). From the tests reported here, we advise only 
using the system above 10V. 




Set Voltage (V) Set Voltage (V) 




Set Voltage (V) Set Voltage (V) 



Figure 18: Measured voltage as a function of set voltage for low voltages. A- (top left) channel 
1 of the module with SN: 474195 07/2006 B- (top right) channel 10 of the module with SN: 
474193 07/2006 C- (bottom left) channel 15 of the module with SN: 474191 07/2006 D- (bottom 
right) channel 2 of the module with SN: 474191 07/2006 



7.2 Current reading fluctuation 

The accuracy of the current reading of the ISEG module has been tested. The ISEG manual [3] 
states that the current measurement resolution is 80nA and the accuracy of the measurement 
is given as 0. 005 % I + 0.01 % Imax, where / is the supplied current and Imax is 4mA (the 
maximum current the power supply can produce), so for low currents the precision is 0.4/iA 
r.m.s. The fluctuations in measured current values with stable loads have been observed. This 
was tested for all channels of the high voltage system without any load applied at 100 V. The test 
was repeated for a few number of channels per module with a 100MT2 resistance and operated 
at 100V. The results of both tests are in agreement. 

Fluctuations of 4/xA peak-to-peak amplitude were observed on power supply module 474187 
07/2006. This is considerably worse than observed on the other modules, which all showed 
similar behaviour and similar to that expected from the manual. The peak-to-peak amplitude 
of the fluctuation observed is always less than 1/xA, for all the modules used in the VELO 
system. The fluctuations are caused by a measurement error, they are not actual variations in 
the supplied current this has been checked with an oscilloscope and a DVM. The voltage was 



set and measured using the Iseg standalone control software IsegHVControl version 1.57. In 
addition, a comparison has been made by using PVSS, using the Iseg OPC server 5.00.006. 

As typical currents drawn by the unirradiated modules are less than 5/iA at 250V, a fluctua- 
tion of 1/iA is of relevance for early operation: the currents after irradiation will be considerably 
higher. Indeed, the current reading provides useful information on the level of irradiation. The 
level of the observed fluctuations are under discussion with Iseg. The accuracy of the measure- 
ment of IV curves on the VELO modules has been improved by implementing an averaging 
procedure in the PVSS FSM. The current values are recorded ten times and the average value 
used in the IV plots produced. 

8 Individual test summary 

This section details to which channel of each module each test described in this document was 
applied. These are specified in tables 1 to 9. Some basic functionality tests were applied to 
every module, others were applied to a sample of channels. Modules 1, 2, 3, 4, 5, 6 are currently 
used in the experiment. Modules 7,8,9 are spares. The key to the colour coding of these tables 
1 to 9 is as follows: 

r Tested, no problem found 
Measurement made, results in the corresponding section 
The interlock was fired on this channel as part of this test 
The interlock was fired on this channel and in addition 
the oscilloscope was triggered on this channel as part of this test 

The test described in section 15.3.21 has three components which have been labeled A,B,C in the 
table below. A refers to the test when half of the interlocks on this module were fired. B to 
the test when the interlock of one of the neighbouring channel was fired. C indicates the test 
when all the interlocks on the module were fired. 
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Table 1: Summary of tests performed on Module 1 (see text). 
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Table 2: Summary of tests performed on Module 2 (see text). 
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Table 3: Summary of tests performed on Module 3 (see text). 



HV module EHQ F607-nF 

Serial number 474191 07/2006, Module 4 

Point 8 number 4TVGLAHVPSM04 
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Table 4: Summary of tests performed on Module 4 (see text). 



HV module EHQ F607-nF 

Serial number 474193 07/2006, Module 5 

Point 8 number 4TVGLAHVPSM05 



Individual test Channel number 
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Table 5: Summary of tests performed on Module 5 (see text). 



HV module EHQ F607-nF 

Serial number 474195 07/2006, Module 6 

Point 8 number 4TVGLAHVPSMD06 



Individual test Channel number 



13 11 

|0. X| 




1 


2 


3 


4 


5 

■J 


vj 


7 


8 

(J 


g 


10 

J. VJ 


11 


12 


13 

X tj 


14 


15 

X i J 


13 21 


n 

VJ 


1 


2 


*J 


4 


5 

<J 


\J 


7 

1 


(J 


Q 

•J 


10 

X VJ 


11 


12 


13 

X tj 


14 


1 5 

X U 


14 1 11 

l*±-X.XI 


o 

VJ 


1 


2 


3 


4 


r> 

tj 


a 

V 


7 


8 


9 


10 


1 1 


12 


1 3 

X *J 


14 


1 5 

X tj 


14.1.21 





1 


2 


3 


4 


5 


6 


7 


9 


11 


12 


13 


14 


15 


14 1 31 


n 

W 


1 

X 


2 


3 


4 




VJ 


7 


8 


Q 


1 

X VJ 


1 1 

X X 


1 2 

J 


1 3 

X o 


14 

X t: 


1 5 

X tj 


14 1 41 


n 

W 


1 

X 


9 


3 


4 






7 


8 


Q 


1 

X VJ 


1 1 

X X 


1 2 


1 3 

X o 


14 

X t: 


1 5 

X tj 


14 2 11 

l"±.Z,. XI 


n 

V > 


1 


2 


3 


4 


5 




7 


8 


9 


10 


11 


12 


13 

XtJ 


14 


15 

X ' ) 


1/1 01 


n 
U 


1 
1 


o 
z 


3 


/i 

4 


c 






7 
I 


Q 
O 


n 
y 


1 n 
1U 


1 1 
1 1 


Iz 


1 Q 

lo 


14 


10 


14 2 31 


o 


1 


2 


3 


4 


5 


6 


7 


8 


9 


10 


11 


12 


13 


14 


15 


14 2 41 


n 


1 


2 


3 


4 


tj 


VJ 


7 


8 


9 


10 

X VJ 


11 


12 


13 

X(J 


14 


15 


15 11 


n 

W 


1 

X 


2 


B 


4 


tj 


VJ 


7 


8 


9 

<J 


1 

X VJ 


1 1 

X X 


1 2 

X Zj 


1 3 


14 

X t: 


1 5 

X tj 


15 21 

|O.Z,| 


n 

W 


1 

X 


2 


3 


4 


tj 


VJ 


7 


8 


9 

<J 


1 

X VJ 


1 1 

X X 


1 2 

X Zj 


1 3 

X t_> 


14 

X t: 


1 5 

X tj 


15 3 1 1 

IU.O.XI 


VJ 










tj 


\J 


1 


8 


9 

•J 


10 

J. VJ 


11 




X tj 




X ij 


15 3 2IA 

1 ij . d . z. k 1. 


n 

vj 


1 


2 


3 


4 




VJ 


7 


8 


9 


10 

X VJ 


11 


12 


1 3 

X *J 


14 


1 5 

X tj 


R ^ 9IR 


n 
u 


1 

1 


2 


3 


4 




U 


( 


ft 
o 


Q 


1 n 


1 1 

X X 


1 9 
xz 


1 ^ 


1 4 
x^± 


1 ^ 


15 3 2C 


n 


1 


2 




4 


5 


fi 
\j 


7 


8 


Q 


10 


11 


12 


13 


14 


1 5 


lO.o.ol 


n 
u 


1 
1 


z 


3 










7 


Q 
O 


Q 

y 


i n 

1U 


1 1 
1 1 


1 
1Z 


lo 


14 


10 


15.4.11 





1 


2 


3 


4 


5 


6 


7 


8 


9 


10 


11 


12 


13 


14 


15 


15.4.21 





1 


2 


3 


4 


5 


6 


7 


8 


9 


10 


11 


12 


13 


14 


15 


15.4.31 





1 


2 


3 


4 


5 


6 


7 


8 


9 


10 


11 


12 


13 


14 


15 


15.4.41 





1 


2 


3 


4 


5 


6 


7 


8 


9 


10 


11 


12 


13 


14 


15 


15.4.51 





1 


2 


3 


4 


5 


6 


7 


8 


9 


10 


11 


12 


13 


14 


15 


E] 





1 


2 


3 


4 


5 


6 


7 


8 


9 


10 


11 


12 


13 


14 


15 


o 





1 


2 


3 


4 


5 


6 


7 


8 


9 


10 


11 


12 


13 


14 


15 


17^1 





1 


2 


3 


4 


5 


6 


7 


8 


9 


10 


11 


12 


13 


14 


15 



Table 6: Summary of tests performed on Module 6 (see text). 



HV module EHQ F607-nF 

Serial number 474197 07/2006, Module 7 

Point 8 number Spare 



Individual test Channel number 
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Table 7: Summary of tests performed on Module 7 (see text). 



HV module EHQ F607-nF 

Serial number 474199 07/2006, Module 8 

Point 8 number Spare 
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Table 8: Summary of tests performed on Module 8 (see text). 
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Table 9: Summary of tests performed on Module 9 (see text). 



9 Conclusions 



This document has reported on the tests that were performed to understood and validate the 
performance of the high voltage system. 
The following points should be noted. 

• The system should not be operated below 10V. 

• If a failure occurs and the system interlock is fired or a current exceeds the maximum 
value then the voltage is cut suddenly. It is recommended that the effect of this on the 
VELO modules should be assessed. 

• The system can be caused to trip if the system is ramped quickly with a low current limit 
(e.g ramped at 7V/s and a current limit of 40/xA applied). 

• As a result of a power supply module firmware error, it is possible to cause instantaneous 
ramp down of a channel. This occurs if channels in a module are being ramped and 
another channel is turned on, see section 13.31 for details. A temporary protection has 
been implemented in the PVSS FSM for the use of recipes. 

• The accuracy of the current readings of the power supply modules is approximately 1//A. 

The operation of every channel in the system has been tested, the behaviour under various 
failure modes has been investigated and the noise in the system has been measured. The system 
is found to meet the requirements of the VELO. 
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